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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947

Contract EPW05030

Region 9
Continuing Calibration Data Summary

DDTID 65570

SOW SOMO1.2

VOA Low Med 1A

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO0505R
V5K2129.D
10/22/2008 21:10:00
Lab NFG Calculated
Compound PeakID  RRF AVE o p RRF Y2 D
RRF RRF
Dichlorodifluoromethane 85 0.4309437 | 0.505 -14.7  0.431] 0.505 -14.7
Chloromethane 50 0.6375171  0.617 34 0.638| 0.617 34
Vinyl chloride 62 0.4353818 ' 0.462 -5.81 0435 0462 5.8
Bromomethane 94 0.3724938 ' 0.376 -0.9 0372 0376 -0.9
Chloroethane 64 0.2915329  0.277 53 0.292| 0.277 53
Trichlorofluoromethane 101 0.7403826 = 0.733 1.0 0.740  0.733 1.0
1,1-Dichloroethene 96 0.4076153 . 0.407 0.2 0.408| 0.407 0.2
1,1,2-Trichloro-1,2,2-trifluoroethane | 101 0.4053954 0.418 -3.11 0405 0418 3.1
Acetone 43 0.1403167 | 0.172  -18.6 1 0.140 | 0.172 -18.6
Carbon disulfide 76 1.4414699  1.374 49 1441 1374 4.9
Methyl acetate 43 0.3414354  0.338 1.0 0.341 0.338 1.0
Methylene chloride 84 0.4726158 ' 0.442 6.9 0.473| 0.442 6.9
trans-1,2-Dichloroethene 96 0.4411611 | 0.421 4.8 0441 0421 4.8
Methy] tert-butyl ether 73 1.0527169  1.017 3.5 1.053| 1.017 35
1,1-Dichloroethane 63 0.8491215  0.779 9.0 0.849| 0.779 9.0
cis-1,2-Dichloroethene 96 0.431388 | 0.400 7.8 0.431| 0.400 7.8
2-Butanone 43 0232462 | 0.229 1.510.232 0.229 1.5
Bromochloromethane 128 0.1963445 | 0.184 6.5 0.196 | 0.184 6.5
Chloroform 83 0.835287 | 0.758 10.2 1 0.835 0.758 10.2
1,1,1-Trichloroethane 97 0.7397554  0.728 1.6 | 0.740  0.728 1.6
Cyclohexane 56 0.5611201 | 0.607 -7.5 0561 0.607  -7.5
Carbon tetrachloride 117 0.6032667  0.596 1.2 0.603 | 0.596 1.2
Benzene 78 1.7589876 1.697 3.6 1.759| 1.697 3.6
1,2-Dichloroethane 62 0.6732514  0.608 10.6 | 0.673  0.608 10.6
1,4-Dioxane 88 0.0058713 | 0.005 6.8 0.006 | 0.005 6.8
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947

Contract EPW05030

Region 9

DDTID 65570

Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 1A

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO050A5
V5K2281.D
10/27/2008 09:49:00
Lab NFG Calculated
Compound PeakID  RRF AVE o p RRF Y2 D
RRF RRF
Dichlorodifluoromethane 85 0.4208329 | 0.505  -16.7  0.421] 0.505 -16.7
Chloromethane 50 0.6574508  0.617 6.6 0.657| 0.617 6.6
Vinyl chloride 62 0.5147801  0.462 11.41 0515 0462 114
Bromomethane 94 0.4506186 0.376 19.8 1 0451 0.376 19.8
Chloroethane 64 0.3243802 0.277 17.11 0324 0.277 17.1
Trichlorofluoromethane 101 0.8283409  0.733 13.0 0.828 0.733  13.0
1,1-Dichloroethene 96 0.4291432  0.407 5.5 0.429| 0.407 5.5
1,1,2-Trichloro-1,2,2-trifluoroethane | 101 0.4579771  0.418 94 0458|0418 9.4
Acetone 43 0.2156841 0.172 250 0216 0.172  25.0
Carbon disulfide 76 1.5057808  1.374 9.6 1.506| 1.374 9.6
Methyl acetate 43 0.3364408  0.338 -0.5 0.336 0.338  -0.5
Methylene chloride 84 0.4734896 = 0.442 7.1 0473 0.442 7.1
trans-1,2-Dichloroethene 96 0.4401348 | 0.421 4.5 0.440 0421 4.5
Methy] tert-butyl ether 73 1.0110182 1.017 -0.6 1.011 | 1.017  -0.6
1,1-Dichloroethane 63 0.8180632 0.779 5.0 0.818| 0.779 5.0
cis-1,2-Dichloroethene 96 0.4227081 ' 0.400 5.6 0.423| 0.400 5.6
2-Butanone 43 0.2254327  0.229 -1.5102251 0229 -1.5
Bromochloromethane 128 0.1918222 | 0.184 4.0 0.192 0.184 4.0
Chloroform 83 0.822925 | 0.758 8.6 0.823| 0.758 8.6
1,1,1-Trichloroethane 97 0.7650906  0.728 5.1 0.765| 0.728 5.1
Cyclohexane 56 0.5809023 ' 0.607 -4.2 0.581 | 0.607 -4.2
Carbon tetrachloride 117 0.6403439 ' 0.596 7.4 0.640 | 0.596 7.4
Benzene 78 1.6957238  1.697 -0.1 1 1.696 | 1.697  -0.1
1,2-Dichloroethane 62 0.6783916 0.608 11.5] 0.678 | 0.608 11.5
1,4-Dioxane 88 0.0048694  0.005  -11.5 0.005| 0.005 -11.5
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947

Contract EPW05030

Region 9
Continuing Calibration Data Summary

DDTID 65570

SOW SOMO1.2

VOA Low Med 1A

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTD050B5
V5K2305.D
10/27/2008 20:56:00
Lab NFG Calculated
Compound PeakID  RRF AVE o p RRF Y2 D
RRF RRF
Dichlorodifluoromethane 85 0.3313256 . 0.505  -34.4 | 0331 0.505 -34.4
Chloromethane 50 0.6604952 0.617 7.1 0.660| 0.617 7.1
Vinyl chloride 62 0.4918372 0.462 6.4 0492 0462 6.4
Bromomethane 94 0.3900964  0.376 3.7 0.390| 0.376 3.7
Chloroethane 64 0.3168564 0.277 14410317 0277 144
Trichlorofluoromethane 101 0.7493397 . 0.733 22 0.749 | 0.733 22
1,1-Dichloroethene 96 0.4229801 0.407 4.0 0423 0.407 4.0
1,1,2-Trichloro-1,2,2-trifluoroethane | 101 0.3489699 | 0.418 -16.6 0349 0418 -16.6
Acetone 43 0.1535176 . 0.172  -11.0 | 0.154 | 0.172 -11.0
Carbon disulfide 76 1.493748 | 1374 8.7 1494|1374 8.7
Methyl acetate 43 03631141 0.338 7.4 0363|0338 7.4
Methylene chloride 84 0.4873235  0.442 10310487 0.442 103
trans-1,2-Dichloroethene 96 0.4496554 | 0.421 6.8 0.450| 0.421 6.8
Methy] tert-butyl ether 73 0.9696138 ' 1.017 -4.7/ 0970 | 1.017  -4.7
1,1-Dichloroethane 63 0.839216 | 0.779 7.7 0.839| 0.779 7.7
cis-1,2-Dichloroethene 96 0.4335805 0.400 8.3 0.434| 0.400 8.3
2-Butanone 43 0.2159683 ' 0.229 -5.71 0216 0229 -5.7
Bromochloromethane 128 0.1992676 | 0.184 8.1/ 0.199 | 0.184 8.1
Chloroform 83 0.8439404  0.758 11.41 0844 0.758 114
1,1,1-Trichloroethane 97 0.7432263  0.728 2.1 0.743 | 0.728 2.1
Cyclohexane 56 04748729 0.607 -21.7  0.475] 0.607 -21.7
Carbon tetrachloride 117 0.6165979 ' 0.596 3.5 0.617| 0.596 35
Benzene 78 1.788739 | 1.697 54 1.789| 1.697 5.4
1,2-Dichloroethane 62 0.6906998  0.608 1351 0.691 | 0.608 13.5
1,4-Dioxane 88 0.0051646 = 0.005 -6.1 1 0.005 | 0.005  -6.1
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947

Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 1B

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO0505R
V5K2129.D
10/22/2008 21:10:00
Lab NFG Calculated
Compound PeakID| RRF AVE o p RRF A2 %D
RRF RRF
Trichloroethene 95 0.4314433 |  0.420 2.8 0431 0.420 2.8
Methylcyclohexane 83 0.4294154 | 0.462 -7.0 0429 0462 -7.0
1,2-Dichloropropane 63 0.4842505 | 0.483 0.2 0484 0.483 0.2
Bromodichloromethane 83 0.708114 | 0.681 3.9 0.708  0.681 39
cis-1,3-Dichloropropene 75 0.7800332 | 0.758 2.9 0.780  0.758 2.9
4-Methyl-2-pentanone 43 0.4913969 | 0.465 5.7 0491 0.465 5.7
Toluene 91 1.6546931 | 1.568 5.5 1.655 1.568 5.5
trans-1,3-Dichloropropene 75 0.730936 | 0.673 8.7 0.731 0.673 8.7
1,1,2-Trichloroethane 97 0.3785566 | 0.357 6.1 0379 0357 6.1
Tetrachloroethene 164 0.3076282 | 0.296 3.9 0.308 0.296 39
2-Hexanone 43 0.3620353 |  0.373 -2.91 0362 0373 -29
Dibromochloromethane 129 0.4219233 | 0.402 5.0 0422 0.402 5.0
1,2-Dibromoethane 107 0.4020552 | 0.388 3.6 0402 0388 3.6
Chlorobenzene 112 1.0470656 | 1.046 0.1 1.047 1.046 0.1
Ethylbenzene 91 1.8964874 | 1.736 9.2 1.896 1.736 9.2
0-Xylene 106 0.6869704 | 0.620 10.7 | 0.687  0.620 | 10.7
m,p-Xylene 106 0.6986051 |  0.631 10.7 1 0.699  0.631 | 10.7
Styrene 104 1.0973181 | 0.979 12.1 | 1.097 0979 12.1
Bromoform 173 0.5238741 | 0.516 1.4 0.524 0516 1.4
Isopropylbenzene 105 1.6947416 | 1.518 11.6 1 1.695 1518 11.6
1,1,2,2-Tetrachloroethane 83 0.4825369 | 0.469 2.8 0.483  0.469 2.8
1,3-Dichlorobenzene 146 1.477043 | 1309 12.8 | 1.477 1309 12.8
1,4-Dichlorobenzene 146 1.6760412 | 1.585 5.7 1.676 1.585 5.7
1,2-Dichlorobenzene 146 1.5150605 | 1.405 7.8 1.515 1.405 7.8
1,2-Dibromo-3-chloropropane | 75 0.139479 | 0.130 7.5 0.139 0.130 7.5
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030
Continuing Calibration Data Summary

Region 9

Column=DB-624

HeatedPurge=No

InstrumentID=V5

VOA Low Med 1B Continuing Calibration Verification

RRF-050
VSTD0505R
V5K2129.D
10/22/2008 21:10:00
Lab NFG Calculated
Compound PeakID RRF AV o p RRF AYE oD
P RRF RRF
1,2,4-Trichlorobenzene 180 0.9673997 0879 10.0| 0.967 0.879 10.0
1,2,3-Trichlorobenzene 180 0.772614 | 0.745 3.8 0.773 1 0.745 3.8
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 1B

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO050AS
V5K2281.D
10/27/2008 09:49:00
Lab NFG Calculated
Compound PeakID| RRF AVE o p RRF A2 %D
RRF RRF
Trichloroethene 95 0.4213053 | 0.420 0.4 0421 0.420 0.4
Methylcyclohexane 83 0.4365927 | 0.462 -5.51 0437 0462 -5.5
1,2-Dichloropropane 63 0.4641209 | 0.483 -4.0 0464 0483| -4.0
Bromodichloromethane 83 0.7090294 |  0.681 4.0 0.709  0.681 4.0
cis-1,3-Dichloropropene 75 0.7929904 | 0.758 4.6 0.793 1 0.758 4.6
4-Methyl-2-pentanone 43 0.4597556 |  0.465 -1.1 0460 | 0.465 -1.1
Toluene 91 1.6523908 | 1.568 54 1.652 1.568 5.4
trans-1,3-Dichloropropene 75 0.7281507 | 0.673 8.3 0.728 0.673 8.3
1,1,2-Trichloroethane 97 0.3635479 | 0.357 1.8 0.364 0.357 1.8
Tetrachloroethene 164 0.3102417 | 0.296 4.8 0310 0.296 4.8
2-Hexanone 43 0.3843923 | 0.373 3.1 0.384 0373 3.1
Dibromochloromethane 129 0.4407962 |  0.402 9.7 0.441 0.402 9.7
1,2-Dibromoethane 107 0.4058121 | 0.388 4.6 0.406 0.388 4.6
Chlorobenzene 112 1.0984193 | 1.046 5.0 1.098 1.046 5.0
Ethylbenzene 91 1.8817642 | 1.736 84 1.882 1.736 8.4
0-Xylene 106 0.7030239 | 0.620 1331 0.703 | 0.620 | 13.3
m,p-Xylene 106 0.6989583 |  0.631 10.8 1 0.699  0.631 | 10.8
Styrene 104 1.0835494 ' 0.979 10.7 | 1.084 0.979  10.7
Bromoform 173 0.6014921 | 0.516 16.5 0.601 0.516 | 16.5
Isopropylbenzene 105 1.6932445 | 1.518 11.5 1 1.693 1518 11.5
1,1,2,2-Tetrachloroethane 83 0.453902 | 0.469 -3.31 0454 0469 -33
1,3-Dichlorobenzene 146 1.4099206 = 1.309 7.7 1410 1309 7.7
1,4-Dichlorobenzene 146 1.6326162 | 1.585 3.0 1.633 1.585 3.0
1,2-Dichlorobenzene 146 1.476622 | 1.405 5.1 1477 1405 5.1
1,2-Dibromo-3-chloropropane | 75 0.1424287 | 0.130 9.8 0.142 0.130 9.8
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030
Continuing Calibration Data Summary

Region 9

Column=DB-624

HeatedPurge=No

InstrumentID=V5

VOA Low Med 1B Continuing Calibration Verification

RRF-050
VSTDO50A5
V5K2281.D
10/27/2008 09:49:00
Lab NFG Calculated
Compound PeakID RRF AV o p RRF AYE oD
P RRF RRF
1,2,4-Trichlorobenzene 180 0.939124 | 0.879 6.8 0939 0879 6.8
1,2,3-Trichlorobenzene 180 0.7529179 | 0.745 1.1 0.753  0.745 1.1
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 1B

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTD050B5
V5K2305.D
10/27/2008 20:56:00
Lab NFG Calculated
Compound PeakID| RRF AVE o p RRF A2 %D
RRF RRF
Trichloroethene 95 0.4238537 | 0.420 1.0 0.424 0.420 1.0
Methylcyclohexane 83 0.3571277 | 0462 -22.7 0357 0462 -22.7
1,2-Dichloropropane 63 0.4981807 | 0.483 3.1 0498 0.483 3.1
Bromodichloromethane 83 0.7146512 |  0.681 49 0.715 0.681 4.9
cis-1,3-Dichloropropene 75 0.782105 | 0.758 3.1 0.782 0.758 3.1
4-Methyl-2-pentanone 43 0.453472 | 0.465 -2.5/ 0453 0465 -2.5
Toluene 91 1.6943037 | 1.568 8.1 1.694 | 1.568 8.1
trans-1,3-Dichloropropene 75 0.7202112 |  0.673 7.1 0.720 0.673 7.1
1,1,2-Trichloroethane 97 03774793 | 0357 5.8 0377 0357 5.8
Tetrachloroethene 164 0.3198735 | 0.296 8.0 0.320 0.296 8.0
2-Hexanone 43 0.332519| 0373 -10.9 0333 0.373 | -10.9
Dibromochloromethane 129 0.4324813 | 0.402 7.6 0432 0.402 7.6
1,2-Dibromoethane 107 0.4103733 | 0.388 5.7 0410 0.383 5.7
Chlorobenzene 112 1.1148363 | 1.046 6.6 1.115 1.046 6.6
Ethylbenzene 91 1.9267389 | 1.736 11.0 1.927  1.736 | 11.0
0-Xylene 106 0.7068462 |  0.620 13.9 1 0.707  0.620 | 13.9
m,p-Xylene 106 0.7141379 |  0.631 1321 0.714 0.631 | 132
Styrene 104 1.1247606 |  0.979 149 1.125 0979 149
Bromoform 173 0.5054864 | 0.516 -2.110.505| 0516 -2.1
Isopropylbenzene 105 1.6944006 | 1.518 11.6 1 1.694 1518 11.6
1,1,2,2-Tetrachloroethane 83 0.489415 | 0.469 431 0.489 0.469 43
1,3-Dichlorobenzene 146 1.4215326 1 1.309 8.6 1.422 1.309 8.6
1,4-Dichlorobenzene 146 1.6462609 | 1.585 39 1.646 1.585 39
1,2-Dichlorobenzene 146 14961701 | 1.405 6.5 1496 1.405 6.5
1,2-Dibromo-3-chloropropane | 75 0.130424 | 0.130 0.5 0.130 0.130 0.5
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0:51 Fri, Oct 31, 2008

National Functional Guidelines Report # 17
Lab MITKEM (Mitkem Corporation) SDG Y4FX7 Case 37947 Contract EPW05030 Region 9 DDTID 65570 SOW SOMO01.2
Continuing Calibration Data Summary
VOA Low Med 1B Continuing Calibration Verification InstrumentID=V5 Column=DB-624 HeatedPurge=No
RRF-050
VSTDO050B5
V5K2305.D
10/27/2008 20:56:00
Lab NFG Calculated
Compound PeakID RRF Y8  o,p RRF 2V op
P RRF 7° RRF ”°
1,2,4-Trichlorobenzene 180 0.9149543 | 0.879 4.0 0915 0.879 4.0
1,2,3-Trichlorobenzene 180 0.7461814 | 0.745 0.2 0.746  0.745 0.2
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 6C

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO505R
V5K2129.D
10/22/2008 21:10:00
Lab NFG Calculated
Compound PeakID  RRF AVE o RRE | AYE op
RRF RRF
Vinyl chloride-d3 65 0.5457526  0.579 -5.71 0546 0.579  -5.7
Chloroethane-d5 69 0.4136836  0.440 -5.91 0414 0440 -59
1,1-Dichloroethene-d2 100 0.1791884 | 0.167 741 0.179  0.167 7.4
2-Butanone-d5 46 0.2468581  0.250 -1.41 0247 0250 -1.4
Chloroform-d 84 0.9381591  0.847 10.8 | 0.938  0.847 10.8
1,2-Dichloroethane-d4 65 0.523729 | 0.502 440524 0.502 44
Benzene-d6 84 17365815 1.722 0.8 1.737| 1.722 0.8
1,2-Dichloropropane-d6 67 0.5055105 | 0.525 -3.6 1 0.506| 0.525  -3.6
Toluene-d8 98 1.4526257 | 1.381 52 1453 1.381 52
trans-1,3-Dichloropropene-d4 | 79 0.5593103 | 0.536 4.4 0.559 0.536 44
2-Hexanone-d5 63 0.1958803  0.220| -11.1 | 0.196| 0.220  -11.1
1,4-Dioxane-d8 96 0.0050394  0.007 | -23.1 0.005| 0.007 -23.1
1,1,2,2-Tetrachloroethane-d2 | 84 0.4741778  0.459 3410474 0459 34
1,2-Dichlorobenzene-d4 152 0.9580304  0.909 5.3 0.958 | 0.909 5.3
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0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 6C

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDOS0AS
V5K2281.D
10/27/2008 09:49:00
Lab NFG Calculated
Compound PeakID  RRF AVE o RRE | AYE op
RRF RRF
Vinyl chloride-d3 65 0.6342636  0.579 9.6 0.634| 0.579 9.6
Chloroethane-d5 69 0.4901564  0.440 11.5] 0490 0440 115
1,1-Dichloroethene-d2 100 0.18511  0.167 109 0.185 0.167 10.9
2-Butanone-d5 46 0.2376664  0.250 -5.110.238 0250  -5.1
Chloroform-d 84 0.9006583  0.847 6.310.901 | 0.847 6.3
1,2-Dichloroethane-d4 65 0.5566671  0.502 11.0 | 0.557  0.502 11.0
Benzene-d6 84 1.7161397  1.722 -0.3 ] 1.716  1.722 -0.3
1,2-Dichloropropane-d6 67 0.4932233  0.525 -6.0 1 0493 0.525 -6.0
Toluene-d8 98 1.3982603 | 1.381 1.3 1.398 | 1.381 1.3
trans-1,3-Dichloropropene-d4 | 79 0.5753783 | 0.536 7.4 0.575 0.536 7.4
2-Hexanone-d5 63 0.1860104 0220 -15.6 | 0.186 | 0.220 -15.6
1,4-Dioxane-d8 96 0.0046905  0.007 | -28.4 | 0.005 0.007 -28.4
1,1,2,2-Tetrachloroethane-d2 | 84 0.4452613 = 0.459 -2.91 0445 0459 -29
1,2-Dichlorobenzene-d4 152 0.9276579  0.909 2.0 0.928 | 0.909 2.0




National Functional Guidelines Report # 17

12

0:51 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7

Case 37947 Contract EPW05030

Region 9

DDTID 65570
Continuing Calibration Data Summary

SOW SOMO1.2

VOA Low Med 6C

Continuing Calibration Verification

InstrumentID=V5

Column=DB-624

HeatedPurge=No

RRF-050
VSTDO050BS
V5K2305.D
10/27/2008 20:56:00
Lab NFG Calculated
Compound PeakID  RRF AVE o RRE | AYE op
RRF RRF
Vinyl chloride-d3 65 0.5840384  0.579 0.9 0.584| 0.579 0.9
Chloroethane-d5 69 0.4902515  0.440 11.5] 0490 0440 115
1,1-Dichloroethene-d2 100 0.176968 | 0.167 6.1 0.177 | 0.167 6.1
2-Butanone-d5 46 0.2203285 0250 -12.0 | 0.220 | 0.250 -12.0
Chloroform-d 84 09310212 0.847 9.9/ 0.931 0.847 9.9
1,2-Dichloroethane-d4 65 0.5534488  0.502 10.4 | 0.553 1 0.502 10.4
Benzene-d6 84 1.7796455  1.722 331 1.780 | 1.722 33
1,2-Dichloropropane-d6 67 0.5147741 | 0.525 -1.91 0515 0525 -1.9
Toluene-d8 98 1.4660515 | 1.381 6.2 | 1.466 | 1.381 6.2
trans-1,3-Dichloropropene-d4 | 79 0.5608475 | 0.536 4.7 0.561 | 0.536 4.7
2-Hexanone-d5 63 0.1830807 0.220 -16.9 | 0.183 0.220 -16.9
1,4-Dioxane-d8 96 0.0045158  0.007 | -31.1  0.005| 0.007 -31.1
1,1,2,2-Tetrachloroethane-d2 | 84 0.470826 | 0.459 2.6 0471 0459 2.6
1,2-Dichlorobenzene-d4 152 0911011 | 0.909 0210911 0.909 0.2
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0:51 Fri, Oct 31, 2008

National Functional Guidelines Report # 17
Lab MITKEM (Mitkem Corporation) SDG Y4FX7 Case 37947 Contract EPW05030 Region 9 DDTID 65570 SOW SOMO01.2
Continuing Calibration Data Summary
VOA Low Med 9Z Continuing_Calibration Verification InstrumentID=V5 Column=DB-624 HeatedPurge=No

RRF-050
VSTDO0S0SR
V5K2129.D
10/22/2008 21:10:00

Lab NFG Calculated

Compound PeakID  RRF I?l‘;% %D RRF I?l‘;% %D

Hexane 57 0.4466942 | 0.491 -9.11 0.447 0491 -9.1
0.034 -7.61 0.031 0.034 -7.6

Isopropanol | 45 0.0313288
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0:51 Fri, Oct 31, 2008

National Functional Guidelines Report # 17
Lab MITKEM (Mitkem Corporation) SDG Y4FX7 Case 37947 Contract EPW05030 Region 9 DDTID 65570 SOW SOMO01.2
Continuing Calibration Data Summary
VOA Low Med 9Z Continuing_Calibration Verification InstrumentID=V5 Column=DB-624 HeatedPurge=No

RRF-050
VSTDO50AS
V5K2281.D
10/27/2008 09:49:00

Lab NFG Calculated

Compound PeakID  RRF I?l‘;% %D RRF I?l‘;% %D

Hexane 57 0.4364964 | 0491 -11.2] 0436 0491 | -11.2
0.034 -189 0.027 0.034 -18.9

Isopropanol | 45 0.027491
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0:51 Fri, Oct 31, 2008

National Functional Guidelines Report # 17
Lab MITKEM (Mitkem Corporation) SDG Y4FX7 Case 37947 Contract EPW05030 Region 9 DDTID 65570 SOW SOMO01.2
Continuing Calibration Data Summary
VOA Low Med 9Z Continuing_Calibration Verification InstrumentID=V5 Column=DB-624 HeatedPurge=No

RRF-050
VSTD050BS
V5K2305.D
10/27/2008 20:56:00

Lab NFG Calculated

Compound PeakID  RRF I?l‘;% %D RRF I?l‘;% %D

Hexane 57 0.4280314 | 0.491  -12.9| 0428 0.491 | -129
0.034  -20.6 0.027 0.034 -20.6

Isopropanol | 45 0.0269364




